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The informatfon stored in EPROMs may be damaged if subjected to 
X-ray exposure. If the unit is to be inspected as part of airport or 
other security measures, insist that it be inspected visually. 


Line Voltage Selection 


The yuSCOPE 820 Microprocessor System Console can operate with 
power inputs of 100, 120, 220, and 240 V, 48 to 63 Hz. Power selec- 
tion is accomplished by positioning a 4-way printed-circuit card 
located in the line connector module. An additional fuse for 220 and 
240 V is supplied with the unit. Prior to connecting the uSCOPE 820 to 
facility power, make sure the unit is equipped with the proper fuse 
and is compatible with facility power by performing the following 
procedures: 


Open storage compartment door and remove ribbon cable and 
personality module. 


Slide fuse holder door up to gain access to fuse and power 
selection printed circuit card. 


Lift fuse removal lever and remove fuse. 

Using a hook or angle needle-nose pliers, remove power selection 
printed circuit card. Fuse removal lever must be held in the up 
position. 

Position the power selection printed circuit as shown in the 
following figure to match your facility power and reinsert into 
position. 

Lower the fuse removal lever and install the proper fuse. 

Use the 1.25 ampere fuse for 100 or 120 volt facility power or the 
0.70 ampere fuse for 220 or 240 volt facility power. 


Caution 
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WARNING 


? 


For safety reasons the »SCOPE 820 is equipped wit 
prong grounded power connector. Do not defe 
safety feature. ’ 
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Preface 


This operator’s handbook has been prepared for a wide range of operators who 
have varying degrees of experience with microprocessors and microprocessor- bas- 
ed systems. The information in this manual is organized in a step-by-step way to 
familiarize you with the operation of the »SCOPE 820 and some of its many applica- 
tions. No doubt many of you will find additional applications for this powerful 
analytical tool. 


Operators should be familiar with the contents of this handbook and the operation 
of the system being tested. However, those of you who are not microprocessor ex- 
perts will also find the »SCOPE 820 an easy tool to use. 


This handbook is organized into three chapters. Chapter | introduces the »SCOPE 
820 and describes what it is, what it does and, briefly, how it does it. Chapter 2 con- 
tains operating information that describes how to connect the wSCOPE 820 to a 
system, the operating controls and indicators, a brief operating exercise, and how 
to perform many functions. Chapter 3 describes the ~SCOPE 820 front panel 
EPROM/ROM format to aid in the writing of diagnostic subroutines. 


This manual assumes the System Under Test contains an Intel 8080A 
microprocessor. Information required for other microprocessors will be provided 
in manual supplements. Information required to service and maintain the »SCOPE 
820 will be provided by a service manual. 





1) © W a theo 


n 


f 


vr 
ae 
ba AA 


isi pA aa 


Lik 


mmammmmmMm wee 


vm. 


te 














_ 











Table of Contents 


eS aoe 6 See ae LL . ESS Sas aE errr ———— 


Chapter 1 Chapter 2 (Cont'd) 
Introducing The pSCOPE 820 ......-- 6. - ee eee ee ee eee ees 1 Trace-Memory Groups + sscenisics soe wegnravgewones aa om 10 
What Is the #SCOPE 820? .. 6. eee eee ee eee eee eee l Console'Self Test Key's c cscctrads sionmwsias socom ee 2 0 10 
What Does the pSCOPE 820 Do?.... 2... eee eee ee eee eee eee 1 Console Reset Key»... +00 eee eee erent eee eens 10 
How Does the pSCOPE 820 Function?........-- +0. eee eee eee l BredkPOUMeCHOOD 244 ce rerwners cewmsmmnsdeee aes ens 10 
. Control Panel Familianization: 00:05 2 6 ccna ces os caw e mead aes 1] 
r Chapter 2 OP eet $4 o CHORDS SE SHOS AGT eae 
ee - System Under Test cPU Halted (Suspended) 0220020022002 I 
s The Probe: <iueeekeassvanwocesssenderssiaeuwens ees 5 =e ey aso al allel = 
. System Under Test Running Real Time... ......-...0000005 23 
. | The Personality Module 0... 6.0 e eee eee eee et eee eens 5 Sovtem Emre: <onevsoivseweahsrsaeeursa sree oe edote 2 14 
~ The Panel Keyboard Overlay... 1... 55s eee eee eect eee 5 
Ss THe CONSOI® +2 sa wwaies PP eRO Daas SEA HOD OS wi bernvinwd a's 6 
How To Install the pSCOPE 820 . 6... cece cece eee eee eens 6 Chapter 3 
3s Console Controls and Indicators..........0 ese eee ee eee eee 8 Front Panel PROM Formal. ..... 0.0.0.0 6050s eee eee rere 31 
Fy CHU Cantiol GrOOp «60.0. cceocavartanwasns reeeew sess 8 EPROM/ROM Organization «i ccsccccecweeecese nee eeeae es 31 
Address Display and Examine Group .... 660s eee eee eee 8 Starting-Address Vector Table... . 6... cece cee eee ees 31 
a Value Display Group «1... 0 eee ete ee teens 8 Panel Configuration Control Block .... 0.0.00 ee eee eee eee 32 
Front Panel PROM Socket/Subroutine Select Key .......-.0055 9 User Available EPROM/ROM......... ccc cee eee eeeeeeees 32 
= cpu Working-Register Examine Group... . ese eee ee eee ee 9 
- Binary Value Display and Select Group... -- 1. eee eee ee eee 9 
S Hexadecimal Keypad ...... 0. cee cece eee rere eer e eens 9 Appendix A 
a Overlay Memory Group .....- see cere rece eee rere eens 10 Self-Test Failure Codes ............ 0... cece eee eee eee 33 
a 
a 
a 
a List of Illustrations 
a 
a Fig. 1 pSCOPE 820 Functional Block Diagram. .........-.-++5++5: 3 Fig. 10 Overlay Memory Examine Origin Operational Flow 
= Fig. 2. “SCOPE 820 Console Controls and Indicators Ghart ¢ og &x caaatsitas Coo bauses seouees + cAgGR RET es 26 
4 (With Intel 8080A Panel Keyboard Overlay) ............-. 7 Fig. 11 Breakpoint Examine Condition Operational Flow 
a Fig. 3. Allowable Functions and Sequences With System CHET 6 acc cman memes o otewu ies de SORTS 4 Ss Oe aTES ETS 26 
Unider’Test Powered Down... 6 cence ree ease enw 14 Fig. 12 Breakpoint Examine Mask Operational Flow Chart ........ 27 
a Fig. 4 Allowable Functions and Sequences With System Fig. 13 Breakpoint Examine Action Operational Flow Chart ....... 27 
= Under Teést:cpul Halt€d 2 .0nsos se csea unseen et eee ee eae 17 Fig. 14 Subroutine Select Operational Flow Chart ..........55+55 oh 
Fig. 5 Allowable Functions and Sequences With System Fig. 15 Examine 1/0 Operational Flow Chart ........--.-20000 00: 28 
S Under Test Running With Display..............005-0e ees 20 Fig. 16 Examine Memory or Memory With Overlay 
Fig. 6 Allowable Functions and Sequences With System Operational Flow Chart ......... 2. cece eee eee eee eens 28 
4 Under Test Running Real Time..............000000 eee 23 Fig. 17 Value Examine (CPU Working Registers) Operational 
2 Fig. 7 Self Test Operational Flow Chart ............00ceeeeees 25 Flow Chait «ic adaeea sc cee sewnns boebaltd eneees gees 29 
Fig. 8 Trace Display Operational Flow Chart ...............00- 25 Fig. 18 Overlay PROM Organization ........0 600055 e eee eee 31 
y Fig. 9 Value Examine Operational Flow Chart (System Fig. 19 Starting Address Vector Table... 1.0.6... 00 eee eee eee 32 
5 Under Test Power Down) ............ 200000 e ee eee eee 25 Fig. 20 Control Block Configuration .. 0.0.0... 0.600 e eee eee eee 32 
® iii 


gon’ (an 





» SF A 





a ww Ww 


a) 


wD Ww 


Ui 


ws wow wm lw ln 


ss 


me Hse ll 


AU 


ui 








iv 








Introducing The pSCOPE 820 


Chapter 1 
Introducing The »SCOPE 820 


What Is The pSCOPE 820? 


What Does The SCOPE 820 Do? 





The »SCOPE 820 Microprocessor System Console is a portable, self- 
contained test instrument that helps you control, monitor and in- 
teract with an 8-bit microprocessor-based system. Since it is packag- 
ed in a standard-size briefcase that provides storage for all required 
accessories, the “SCOPE 820 can be easily carried to any location. 
Upon opening the case, you will find everything necessary to quickly 
and effectively evaluate the performance of an 8-bit microprocessor- 
based system. 


The pSCOPE 820 is most easily described as three instruments combin- 
ed into a single convenient test instrument. 


e A minicomputer front panel 
« A microprocessor analyzer 
e A substitute program memory 


The SCOPE 820 front panel provides many of the controls and in- 
dicators typically found on a minicomputer front panel. With these 
controls and indicators, you can fully control the System Under 
Test, including the operating mode of the CPU. You can halt the 
CPU, single step it, run in real time, or run with system data 
periodically collected and displayed or modified. You can examine 
any of the System Under Test memory locations. If memory, or any 
portion of memory, is resident in system RAM, this memory can also 
be examined and modified. In addition, you can examine or modify 
any system I/O port or CPU working register. 


The uSCOPE 820 provides a 32-bit breakpoint function, a 256- 
machine-cycle trace memory and a substitute program memory for 
the System Under Test. When used in conjunction with the substitute 
memory, these diagnostic capabilities can modify normal system 
program execution or record historical data during execution. The 
substitute memory can also be used to execute special diagnostic or 
maintenance routines without altering the System Under Test 
program. 


The SCOPE 820 is a powerful, flexible tool that supports various 
microprocessors, microprocessor-based systems and_ micro- 
processor-based end products. It can be used to maintain and 
troubleshoot microprocessor-based equipment in the laboratory, on 
the factory floor, in field depots or at customer sites—anywhere a 
microprocessor is found. 


The SCOPE 820 contains its own microprocessor, so sophisticated 
troubleshooting techniques are easy to use. This versatile test in- 
strument can support a multitude of tasks associated with 
microprocessors. 


e Basic product engineering, troubleshooting, debugging and 

design verification 

Incoming inspection, source inspection and functional testing 

Manufacturing final testing 

Assistance during field installation 

Troubleshooting hardware, firmware and_ software field- 

reliability problems 

e Status of operational end products (periodic preventive 
maintenance) 

© Verification of field modifications 

® Verification of special customer options or modifications 


As you use the #SCOPE 820 and experience its control over in-system 
CPUs, you will find many more applications and uses for this 
sophisticated and easy to use tool. 


How Does The »SCOPE 820 Function? 


The pSCOPE 820 contains an 8085 microprocessor and its associated 
keyboard, display, RAM, ROM, and 1/0. The 8085 and these circuits 
are the master control of the wSCOPE 820. The System Under Test 
CPU operates as a slave to the wSCOPE 820 master CPU. Firmware in 
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the personality module programs the 8085 of the “SCOPE 820 to con- 
figure the console for operation with a _ particular 8-bit 
microprocessor. Figure 1 is a functional block diagram of the 
fSCOPE 820. 


During operation, the 8085 master CPU loads instructions into 
the wSCOPE 2-port RAM. The master CPU then uses the control logic 
of the wSCOPE probe to force the System Under Test slave CPU to 
execute these instructions. The remaining circuits consist of the 
following: 


Data transceivers 

Address receivers 

Control receivers and drivers 
Breakpoint and pass-count circuits 
Trace-memory circuits 

Data and address multiplexing circuits 





e 2-port RAM 
e Front panel PROM 


All circuits with the exceptions of the front panel PROM and inter- 
face circuits are under direct control of the 8085. 


The breakpoint circuits consist of a 32-bit breakpoint condition 
register, a 32-bit breakpoint mask register and an 8-bit pass-count 
register. When establishing a breakpoint, the master CPU sets the 
registers and when a breakpoint match occurs, the master CPU 
suspends the System Under Test CPU or forces the CPU to runa 
routine established by the master. This routine can reside in the 
SCOPE 820 or in System Under Test memory. 


The trace-memory circuits consist of a 256 x 32 RAM that records 
256 machine cycles. The trace memory can record all cycles or only 
those cycles of a breakpoint match. 


til 


mW 


m™ 


t 
e 
id 
E 
E 
& 
: 
kt 
E 
E 
E 
E 
E 
& 
& 
a 








| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
: 
i 
) 
| 
) 
) 





} 





ee ee | 


» eee ww & 


w & 


a 
’ 


SYSTEM UNDER TEST 
MICROPROCESSOR 


8080A PROBE 


DATA 
BUFFERS 


ADDRESS 
BUFFERS 


CONTROL 
LOGIC 


SYSTEM 
UNDER 
TEST 


uSCOPE 820 MICROPROCESSOR SYSTEM CONSOLE 


FRONT PANEL 
PROM 


DATA 
TRANSCEIVERS 


ADDRESS 
RECEIVERS 


BREAKPOINT 
AND 
PASS COUNT 


CONTROL 
RECEIVERS/ 
DRIVERS 


PERSONALITY 
PROMS 


DATA AND STATUS 
DEMULTIPLEXING 
Al 
TRACE MEMORY 


KEYBOARD 
AND 
DISPLAY 


Fig. 1. .»SCOPE 820 Functional Block Diagram 


SUT/CONSOLE 
DATA AND ADDRESS 
MULTIPLEXING 


Introducing The pSCOPE 820 


MICROPROCESSOR 











oe 
es bw Ww ww ww ew Ww Ww ww ow OO le lo os oss ss as ss sa 


SCOPE 820 Operator’s Handbook 





“a ow mw mw it 


“a a 


wmm ke & & ww 


—— oe rr ee ee eS —LeeEEEEEE=E ST.,.LtC<C tC(<i kK COt!”!:C ett a tt att et a eee eee eee 
one oe mw 





wee & & & 





Operating Information 


Chapter 2 
Operating Information 


This chapter contains installation procedures, description of con- 
trols and indicators, control panel familiarization, and basic 
operating instructions for the #SCOPE 820 Microprocessor System 
Console. Throughout this handbook, the references made and ex- 
amples shown assume the SCOPE 820 is operating with an Intel 
8080A microprocessor-based system. Information for other 
microprocessors will be provided in handbook supplements. Before 
you connect the pSCOPE 820 to a system, it is important to become 
familiar with the parts of the ~SCOPE 820. 


Getting Familiar With Your »,SCOPE 820 


The Probe 


Each probe is labeled as to the applicable microprocessor, for exam- 
ple 8080A SCOPE probe. Release the zero insertion force socket 
lever 1, remove the cable connector, and lay the cable out as shown. 
On the left edge of the probe buffer box is a 50-pin connector 2 that 
connects with the 4-foot cable from the wSCOPE 820 console. The 
other end of the buffer box has a short captive cable with a 40-pin IC 
DIP connector 3. The pin arrangement of this connector is the same 
as the pin arrangement shown on the label of the buffer box 4. When 
viewed as shown, pin 1 is the upper left pin. A label on the connector 
shows this. The 2-position switch 5 selects 1K or 2K overlay mem- 
ory size. 





The Personality Module 


The module has two 16K (2K x 8) ROMs that 
contain firmware to configure the “SCOPE 820 
for the microprocessor of the System Under 
Test. This module has a 20-pin edge connec- 
tor (J1) that mates with a connector located in 
the storage compartment of the “SCOPE 820 
console. 





The Panel Keyboard Overlay 


This overlay is also unique to the 
microprocessor of the System 
Under Test. The panel overlay fits 
over the control panel of the 
SCOPE 820 console and provides 
the necessary labels for switches, 
indicators, and displays of the 
SCOPE 820. Two plastic captive 
pins align the overlay and hold it 
in position. 


i 





These three items (probe, personality module and panel overlay) are 
all identified for the appropriate microprocessor of the System 
Under Test. The remaining items are common to any microprocessor 
compatible with the »SCOPE 820. The 4-foot ribbon cable connects 
the »SCOPE 820 console to the personality probe. This cable is nor- 
mally rolled and stowed within the «SCOPE console. The cable has 
two different 50-pin connectors. The large connector attaches to the 
console; the other connects to the probe. 
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The Console 


— mec The ~SCOPE 820 console is a 
stand-alone, self-contained unit 
with storage for probe, per- 
sonality module and cables. 
Open the storage compartment 
door 1 and locate the power 
connector/fuseholder 2. This 
assembly also contains a 
printed-circuit card that condi- 
tions the machine for the facil- 
ity line voltage. In the upper compartment is a 20-pin edge connector 
3 for the personality module. The 50-pin edge connector 4 located in 
the lower left of the compartment connects the 4-foot ribbon cable 
to the probe buffer box. An access hole cut in the upper left corner 
of the storage compartment 5 exposes a pin on the printed-circuit 
board. This pin provides a sync signal to trigger an oscilloscope 
when a breakpoint match occurs. 
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On the upper right of the panel is a 24-pin, zero insertion force 
socket 6 for a pre-programmed overlay EPROM/ROM. Below the 
socket and to the right is the power on/off switch 7. 


How To Install The pSCOPE 820 


Study the illustrations shown before you attempt to connect the 
«SCOPE 820 to a system. This might save you time and prevent a lot of 
frustration later. 


Select the appropriate panel keyboard overlay for the 
microprocessor of the System Under Test. Place the overlay in posi- 
tion over the »SCOPE 820 console control panel. The overlay fits 
under the aluminum trim at the top and bottom edges of the console. 
Locate the holes for the overlay alignment pins and press the pins in- 
to position. 


Have you checked to make sure the ».SCOPE 820 console is compatible 
with facility power? If not, the lime voltage selection guide inside the 
front cover describes how to check and change the power supply to 
operate with your facility power. 
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CAUTION 


The »SCOPE 820 will operate with one of several input 
voltages. Make sure the voltage selected is compatible 
with facility power. Serious damage to the »SCOPE 820 
circuits may occur if the unit is connected to voltages 
that it is not conditioned for. 


Select the appropriate personality module for the microprocessor in 
the System Under Test. Plug the module into the 20-pin edge connec- 
tor of the zSCOPE 820 console. Orient the module so that the storage 
door can close when the module is in position. 


Unroll the 4-foot ribbon cable and connect the large connector to the 
50-pin board edge connector of the »SCOPE 820 console. Note that the 
top of the cable is labeled. 


Select the proper »SCOPE 820 probe and connect it to the 4-foot cable. 
Note that the top of the cable connector is labeled. 


Connect the power cord to the console power connector. 


NOTE 


Before you power down the System Under Test to con- 
nect the »SCOPE 820 to the system, familiarize yourself 
with the operating controls and indicators of the 
uSCOPE 820 console by reading pages 8 to 13. These 
pages describe the controls and indicators and also pro- 
vide you with an exercise to increase your confidence in 
the «SCOPE 820. 


Power down the System Under Test and gain access to the 
microprocessor. Note the pin locations and carefully remove the 
microprocessor. Connect the IC DIP connector of the ~SCOPE 820 
probe into the System Under Test microprocessor socket. Insert the 
microprocessor into the zero insertion force socket of the »SCOPE 820 
probe and tighten the pins by lowering the socket lever. Connect the 
uSCOPE 820 power cable to facility power, power up the »SCOPE 820, 
and power up the System Under Test. You are ready to control, 
monitor and interact with the System Under Test. 
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CAUTION 


Inserting the 1c DIP connector backwards into the SUT 
CPU socket allows damaging current to flow into the 
probe buffer box. Be sure to insert pin | of the connec- 
tor into pin 1 of the CPU socket. 


Operating Information 


If you break a pin on the IC DIP 
connector, carefully remove the 
outer socket and replace it. Never 
use the connector without the 
outer socket; if you damage the inner socket and attempt to remove 
it, you may cause intermittent failures in the cable. If the inner 
socket is damaged, the entire cable and connector assembly must be 
replaced. 
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The panel overlay provides a graphic legend for the keyboard membrane switches and LEp indicators. This figure shows 
the layout of the console controls with an Intel 8080A panel keyboard overlay. Other cpu panel keyboard overlays will be 


shown and described in handbook supplements. 
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Fig. 2 ~scopEr 820 Console Controls and Indicators (With Intel 8080A Panel Keyboard Overlay) 








pSCOPE 820 Operator’s Handbook 


Console Controls and Indicators 


CPU Control Group 


The CPU control group provides 
complete control over the opera- 
tion of the CPU in the System 
Under Test. You can force the 
system CPU to halt, single step, 
reset, run real time or run with 
display. 


Pressing the RESET key 1 resets 
the CPU only and does not reset 
the System Under Test. 


a 2 WD = 


6 The RUN REAL TIME key 3 con- 
figures the “SCOPE 820 console so 
panel commands do not alter pro- 
gram flow. The LED 2 illuminates 

to indicate that the run real time mode has been selected. The LED 

flashes to indicate lack of CPU activity. 





Pressing RUN WITH DISPLAY key 5 configures the pSCOPE 820 console 
sO you can examine and alter program flow. In this mode, the 
SCOPE 820 can alter System Under Test timing. The LED 4 il- 
luminates to indicate that the run with display mode has been 
selected. The LED flashes to indicate lack of CPU activity. 


The SINGLE STEP key 6 is used with the HALT key 7. During system 
operation the halt mode places the CPU in suspension. Pressing the 
SINGLE STEP key steps the program one instruction cycle at a time. 


Address Display And Examine Group 


The address display and examine group consists of a 9-segment, 
4- digit LED readout 1, five keys, and three LED indicators. The LED 
readout displays the 4-digit hexadecimal value of a 16-bit address or 
2-digit hexadecimal value of an 8-bit I/O port number. The readout 
also prompts you in performing sequential procedures and informs 
you of procedural errors. 
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The EXAM LAST key 2 decrements 
the “SCOPE 820 to the I/O port 
number or memory address prior 
to the one selected and displayed. 
The EXAM NEXT key 3 increments 
the pSCOPE 820 to the next 
memory location or 1/O port 
number. 


The MEM WITH OVRLY key 5 in- 
itiates a sequence allowing you to 
select, examine, and alter contents 
of memory including the overlay 
memory provided by the u»SCOPE 
820. LED 4 lights to indicate that 
you can select an address or 
change the address displayed. 9 8 7 6 

The 1/0 key 7 initiates a sequence so you can select, examine, and 
alter 1/O port values. The LED 6 flashes to indicate that you can 
enter an I/O port number during a breakpoint-condition or mask- 
examine sequence. 


The MEM key 9 initiates a sequence that permits you to select, ex- 
amine, and alter the contents of System Under Test memory loca- 
tions only. The LED 8 flashes to indicate that you can enter an ad- 
dress during a breakpoint-condition or mask-examine sequence. 


Value Display Group VALUE 


The value display group consists 
of a 9-segment, 4-digit LED read- 
out 1, a STATUS LED indicator 2, 
and a DATA LED indicator 3. 


The value readout displays the 
8-bit hexadecimal value of 1/0 or 
memory data as well as the 8-bit 
hexadecimal value of status. The readout will also display the 8- or 
16-bit value of register contents. The graphic arrangement of the 
readout and related LED indicators help you evaluate the informa- 
tion displayed. 
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The STATUS LED 2 illuminates to show that you are looking at the 
value of an 8-bit status byte. The LED flashes to indicate that the 
status byte is alterable during breakpoint sequences. 


The DATA LED 3 illuminates to indicate that you are examining the 
value of an 8-bit data byte. The LED flashes to show that you are able 
to modify or alter the data byte. 


Front Panel PROM Socket/Subroutine Select Key 


The 24-pin, zero insertion force socket allows you to use 
preprogrammed (canned) routines through the “SCOPE 820. The 
socket is oriented with pin 1 at the upper left. The key lets you ex- 
ecute a particular routine from the preprogrammed PROM/ROM or a 
routine resident in the System Under Test. 


CPU Working-Register Examine Group 


The CPU working-register ex- 
amine group consists of an EXAM 
key F and two groups of LED in- 
dicators. The first group of LED 
indicators 0 through 8 represent 
the single-byte registers, the 
register for the flags, accumu- 
lator, and CPU pins. The remain- 
ing indicator of this first group 9 
represents the contents of the 
SCOPE 820 pass-count register. 
The second group of LED in- 
dicators A through E represent the 
9 double-byte registers, stack 
pointer, and program counter of the CPU. 
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Pressing the EXAM key F starts a sequence so you can select any one 
of the 15 registers. (The term register is used loosely because the CPU 
pins grouping is not a register.) The letter or number to the left of the 
LED corresponds to a key of the hexadecimal key pad used to display 
the register contents. The nomenclature to the right of the LED cor- 
responds to the single- or double-byte registers, CPU pins, ac- 
cumulator, flags, or “SCOPE 820 pass counter. 
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Operating Information 


The LED of the selected register illuminates to indicate that you are 
examining the contents of that register. When the LED flashes, you 
are able to alter the contents of that register. 


Binary Value Display And Select Group 


The binary value display and select group consists of a left BINARY 
VALUE LED 1, a right BINARY VALUE LED 2, eight binary keys and 
LED indicators 3, and a bit-assignment reference table 4. The left 
BINARY VALUE LED 1 illuminates to show that the eight LED in- 
dicators represent an 8-bit data byte. The eight keys 3- allow you to 
change each bit of the data byte individually. 


The right BINARY VALUE LED 2 illuminates to show that the eight 
LED indicators represent an 8-bit status byte or register contents. The 
eight binary keys 3 allow you to change each bit of the status byte. 
You can also alter the contents of any single-byte CPU register, the 
flags, or the CPU accumulator. 
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Hexadecimal Keypad 
The hexadecimal keypad consists of a 16 hexadecimal value keys 1, 
an END/EXEC key 2, a CONT key 3, and a CLEAR ENTRY key 4. 


The hexadecimal keys are used to select or alter memory, I/O port 
numbers, data bytes, status bytes, or register contents. The 
alphanumerics on the keys also correspond to the pSCOPE 820 value 
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examine and breakpoint action 
functions. 


The END/EXEC key 2 terminates 
a sequence or executes an action. 
The CONT key 3 ends one portion 
of a sequence and begins another 
or continues a series of sequences. 
The CLEAR ENTRY key 4 cancels 
any numeric selections made dur- 
= ing a sequence step and reverts the 
= console to the original value. 
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Overlay Memory Group 


The overlay memory group consists of the 
ENABLE/DISABLE LED 1, the ENABLE/DISABLE 
key 2, and the EXAM ORIGIN key 3. 


oO n= 
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The ENABLE/DISABLE LED 1 illuminates to indicate 
that “SCOPE 820 overlay memory is inserted over the 
System Under Test memory space. The 
ENABLE/DISABLE key 2 enables or disables the insertion of the 
SCOPE 820 overlay memory into the System Under Test memory 
space. 


The EXAM ORIGIN key 3 initiates a sequence so you can assign the 
address of the first byte of a 1K or 2K overlay memory block provid- 
ed by the “SCOPE 820. The size of the block is assigned by a switch on 
the probe. 


Trace-Memory Group 


4 


RACE The trace-memory group controls the passive trace 
memory modes of the “SCOPE 820. LED indicators il- 
luminate to show selected modes. 

BRKPT 
= The ALL CYCLES key 2 configures the trace memory 
circuits to record all machine cycles of CPU opera- 
tion. The trace recording is constantly refreshed 
with the most recent 256 cycles of CPU operation. 


0 





The ALL CYCLES LED 1 illuminates to indicate that the nSCoPE 820 is 
recording all CPU machine cycles. 


The BRKPT CYCLES key 4 selects a mode of trace recording where a 
record is kept of only those cycles satisfying a breakpoint match. A 
lighted BRKPT CYCLES LED 3 indicates the “SCOPE 820 is recording 
only the cycles that match the breakpoint value. 


The DISPLAY key 5 initiates a trace-memory display sequence and 
disables the mode of tracing that was previously selected. The CPU 
machine cycles recorded by the trace memory are then sequentially 
shown in the ADDRESS and VALUE readouts. The values displayed in 
the ADDRESS and VALUE readouts are not alterable. 


Console Self Test Key CONSOLE 
The SELF TEST key starts a series of firmware 
TEST 


routines to verify the operation of the “SCOPE 820 
console circuits. A total of 13 tests are performed 
sequentially. Should the console fail a particular 
test, the ADDRESS readout will display FAIL and the 
VALUE readout will display a hexadecimal value. 
This value represents the number of test failed. A 
list of these tests and their hexadecimal numbers are 
shown in Appendix A of this handbook. Self test 
must be performed with the System Under Test 
powered down and the console reset. 


eccies 8 Wins CONSOLE 
Console Reset Key CONTROL 


The RESET key controls a hardware reset of the 
SCOPE 820 console circuits. When you press the 

reset key, the “SCOPE 820 console resets all internal 

circuits and is configured in an initialized mode. 

The System Under Test CPU is also reset. 


Breakpoint Group 


The breakpoint group consists of four keys, an ENABLE/DISABLE 
LED 1 and three BREAKPOINT ACTION LED indicators. The following 
paragraphs describes the controls and indicators in the order that 
you will use them. 
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The EXAM COND key 8 starts a sequence that permits you to examine 
and select the address, data, and status bytes at which a breakpoint is 
to occur. 


The EXAM MASK key 4 starts a sequence that allows you to examine 
and establish a mask over the address, data, and/or status bytes. 


The EXAM ACTION key 5 begins a sequence so you can select the ac- 
tion the ,SCOPE 820 is to take when a breakpoint match occurs. 


The BREAKPOINT ACTION COUNT LED 6 illuminates to show you 
have selected the pass-count mode. You can enter a value into the 
SCOPE 820 pass-count register and, after a breakpoint match has oc- 
curred the specified number of times, the SCOPE 820 halts 
(suspends) the CPU. The numeral | to the left of the LED corresponds 
to the numeral | that is found on the hexadecimal keypad. 


The BREAKPOINT ACTION ADDR CALL LED 7 illuminates when you 
select a subroutine mode. You enter the address of a subroutine and, 
when a breakpoint match occurs, the system program is diverted to 
the selected routine. The numeral 2 corresponds to numeral 2 of the 
hex keypad. 


The BREAKPOINT ACTION HALT LED 8 illuminates when you select 
the halt mode. With this action selected, the wSCOPE 820 halts 
(suspends) the CPU whenever a breakpoint match occurs. 


The BREAKPOINT ENABLE/DISABLE LED 1 illuminates to indicate 
the breakpoint function is enabled. The ENABLE/DISABLE key 2 ac- 
tivates or deactivates the breakpoint circuits. When using trace at 
breakpoint, a breakpoint can be established and tracing of break- 
point cycles occurs regardless of the condition of the breakpoint 
function (enabled or disabled). 


Control Panel Familiarization 


Now that you are familiar with the controls and indicators of the 
USCOPE 820, let’s get familiar with the operation of the console. It’s a 
good idea to learn a few sequences and gain confidence in the 
SCOPE 820 before you connect it to a system. But first, have you 
checked to make sure that the unit is compatible with facility power? 
Have you installed a personality module that is appropriate for the 
System Under Test? 


ADDRESS VALUE 
Cri ti Fi 
cS ts OS i 


Connect the “SCOPE 820 console to facility power and power up the 
unit by pressing the power switch. The power switch is not labeled; 
however, you will know when power is on since the ADDRESS and 
VALUE readouts display ‘‘Init 8080.’’ Note that the VALUE readout 
displays the microprocessor that the personality module is con- 
figured for. 


Self test the “SCOPE 820 by pressing the CONSOLE CONTROL SELF 
TEST key. All LED indicators flicker for an instant and then all 
segments of the ADDRESS and VALUE displays illuminate. Press the 
CONT key of the hexadecimal keypad. The readouts go out and 
all LED indicators illuminate. Pressing the CONT key at this point 
toggles the lamp-test mode between the readouts and the LED in- 
dicators. Now press the END/EXEC key. You have ended the 
self-test mode and the console is back to the initialized state. 
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So that you will recognize an error, press any key of the hexadecimal 
keypad. Notice that the ADDRESS readout displays ‘‘Err’’. You have 
made an operating error and the console will not accept the com- 
mand given. No harm has been done. If you get an error indication 
during an operating sequence, you will have to restart that particular 
sequence. Let’s try again. Press the RUN WITH DISPLAY key. The 
error indication is gone and the RUN WITH DISPLAY LED illuminates. 
Because the console is not connected to a system, the RUN WITH 
DISPLAY indicator blinks. This has no effect on what you are doing 
at this point, so pay no attention to the RUN WITH DISPLAY 
indicator. 


As an exercise, let’s set up a breakpoint condition, establish a break- 
point mask, and select a breakpoint action when a breakpoint match 
occurs. Start by pressing the BREAKPOINT EXAM COND key. The 
ADDRESS and VALUE readouts display a hexadecimal value 
(0000-0000) and the MEM Ll indicator flashes. The flashing LED in- 
dicates that you are looking at a memory address and that this ad- 
dress can be changed. Using the hexadecimal keypad, select a 4-digit 
address, for example FFFF. The ADDRESS readout now displays the 
selected address. Press the CLEAR 
ENTRY key on the keypad. 
Note that the readout reverts to 
the original address (0000). Select 
a new address (try ABCD), and 
then press the CONT key of the 
keypad. The indicator stops 
flashing and is fully illuminated. 
You have now established the ad- 
dress at which breakpoint is to oc- 
cur (ABCD). 


elas 
Gals 


Mid 
Notice that the DATA LED is now flashing. This informs you 
that the breakpoint examine sequence is still in effect and that you 
can alter or establish a data value. Also notice that the left BINARY 
VALUE LED is illuminated and the eight binary bits coincide with the 
first two digits shown on the VALUE readout. Use the hexa- 
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decimal keypad to enter a data 
byte, for example AA. If you 
would rather use the binary 
switches to establish a data byte, 
press the switches to light all eight 
BINARY VALUE LEDs resulting a data byte of FF. 


Press the CONT key. The DATA indicator stops flashing 
and is fully illuminated. Notice that the STATUS indicator is 
now flashing. This lets you know that the sequence is still in effect 
and that you can alter or establish the status byte of the breakpoint 
condition. Also notice that the right BINARY VALUE LED is il- 
luminated. The eight binary keys and LEDs coincide with the last two 
digits of the VALUE readout and represent the status byte. Enter a 
status byte by using the keypad or the binary keys, FF for example. 


~6——___@—__— 
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After you have entered the status byte, examine the breakpoint mask 
by pressing the EXAM MASK key. What happened? The ADDRESS 
readout displays ‘Err’! You have made an operating error. You at- 
tempted to start a new sequence without ending the old sequence. So, 
start all over again by pressing the EXAM COND key and establish 


an address, data byte and status byte. Next time end the sequence 
with the END/EXEC | |key. 


NOTE 


The most common error you will make will be to try to 
enter a new sequence before completing the old se- 
quence or not paying attention to “SCOPE 820 prompting 
for proper sequences. When you get an error message, 
you must restart the sequence from step 1. 


At this point you have established a breakpoint condition. The next 
step is to set up the breakpoint mask. You examine and establish the 
breakpoint mask using the same procedure used in establishing the 
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breakpoint condition. The only difference is that you press the 
EXAM MASK |: [key to start the sequence. 


Ready? Press the EXAM MASK key. Enter a mask value for the 
address you selected for the breakpoint condition (FFFF). Press the 
CONT key. Now, enter a mask value for the data byte you 
selected for the breakpoint condition (FF). Press CONT and, if 
you like, enter a mask value for the status byte of the breakpoint 
condition (FF). End the sequence by pressing the END/EXEC 


[ss key. 


You have now set the 32-bit breakpoint register of the wSCOPE 820 to 
a particular value and you have also set the 32-bit breakpoint mask 
register to all ‘1s’. This means that the only way a breakpoint match 
can occur is when the System Under Test program performs an ac- 
cess involving the specific 32-bit address, data and status word deter- 
mined by the condition registers. In actual practice you will probably 
mask off the status bits, the data bits, or a portion thereof. 


The next step is to program the “SCOPE 820 to take 
an action when a breakpoint occurs. You have three 
choices: halt the CPU after a specified number of 
breakpoint matches, call a subroutine at the first 
breakpoint match, or halt the CPU at the first break- 
point match. Press the EXAM ACTION key. The 
ADDRESS readout displays SEL, the VALUE readout 
displays HALT and the BREAKPOINT ACTION HALT 


A 
I 


LED illuminates. 


Press the 1 [| key of the keypad. The COUNT LED il- 
luminates and the last two digits of the VALUE display will read 00. 
Press the CONT key. Note that the COUNT LED flashes. 
You have now selected the breakpoint action to be pass count and 
the flashing LED indicates that you can enter a value into the nSCOPE 
820 pass-count register. Using the hexadecimal keypad, enter FF. 
This is the number of breakpoint passes the #SCOPE 820 counts 
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before the halt action occurs. End the sequence by pressing the 


END/EXEC key. 


Change the breakpoint action again. Press the EXAM ACTION 


key and select ADDR CALL by pressing 2 [| on the keypad. 
Press the CONT key and enter the address of a subroutine con- 
tained in the front panel PROM or System Under Test. (For the exer- 
cise pick an arbitrary address.) Press the END/EXEC key. The 
uSCOPE 820 is now programmed to have the CPU call this subroutine 
when a breakpoint match occurs. 


Doing the exercise in these last paragraphs should help you gain con- 
fidence in the wSCOPE 820. If you feel it is necessary, repeat this exer- 
cise as much as you like. 


Operating Instructions 


NOTE 


Always press the CONSOLE RESET key to initialize the 
console after power is first applied to the pSCOPE 820. 
When power is applied to the console, the 8085 CPU may 
miss the initial power-on-reset pulse. When this occurs, 
the 8085 CPU may be performing random routines. The 
fact that the Address and Value readouts display ‘‘Init 
8080’’ does not mean that the console is truly initialized. 
Therefore, to avoid uncontrolled routines, apply power 
to the console and immediately press CONSOLE RESET. 


This portion of the handbook provides you with the do’s and don’ts 
of the pSCOPE 820. It also describes the different operating modes. 
The instructions provided in this handbook are not intended to lead 
you by the hand in troubleshooting or debugging a System Under 
Test. Your knowledge of the System Under Test and its operating 
program will dictate how you will use the »SCOPE 820. 


Operating the pSCOPE 820 is described in terms of the System Under 
Test operating condition. You may want to preset or preprogram the 
console prior to powering up the System Under Test. You may want 
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to halt the System Under Test CPU and perform certain routines or 
you may want to perform routines with the system running in real 
time or running with display. A system error may occur as a result of 
the System Under Test CPU failing to respond to “SCOPE 820 control. 


The following paragraphs describe the functions and sequences 
allowed when the System Under Test is operating in these four con- 
ditions: powered down, CPU halted, running with display, and run- 
ning real time. Included in this Handbook are flow charts of 
operating procedures and functions. These flow charts are introduc- 
ed as you read the paragraphs describing the operating conditions. 
The flow charts are also useful as quick reference material. 


System Under Test Powered Down 


With power applied to the pSCOPE 820 and before power is applied to 
the System Under Test, all sequences, functions, or modes that do 
not require System Under Test timing or CPU control are allowed. 
Figure 3 is an operational flow chart showing allowable uSCOPE 820 
functions and sequences. When the »SCOPE 820 is powered up, the in- 
strument is in an initialized state informing you of the panel con- 
figuration. 


Self Test. The self test mode must be performed before power is ever 
applied to the System Under Test. Pressing the SELF TEST key starts 
a series of 13 preprogrammed test routines that end with a lamp test. 
As each test routine is completed and verified, the program steps to 
the next test until all 13 tests are verified. The lamp test starts by il- 
luminating all segments of the hexadecimal ADDRESS and VALUE 
readouts. Pressing the CONT key of the keypad toggles the lamp test 
between the hexadecimal readouts and the discrete LEDs of the 
SCOPE 820 panel. 


If the instrument fails a test (except lamp test), the ADDRESS readout 
displays FAIL and the VALUE readout displays a hexadecimal failure 
code. This code refers to the test that has failed. The failure codes 
and related tests are described in Appendix A of this handbook. 
Pressing the END/EXEC key of the key pad ends the self test se- 
quence and reverts the “SCOPE 820 to the initialized state. Figure 7 is 
an operational flow chart of the self test sequence. 
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Fig. 3 Allowable Functions and Sequences With System 
Under Test Powered Down 





Halt. Initiating halt with the System Under Test powered down is a 
single-key function. You may want to gain control of the System 
Under Test CPU as soon as possible after the system is powered up. 
Selecting halt in this condition results in the CPU executing only one 
instruction cycle when the System Under Test is powered up. The 
SCOPE 820 holds the CPU in suspension until you release it by selec- 
ting run real time, run with display, single-stepping the System 
Under Test program, or selecting a subroutine. 


Run Real Time. Selecting the run real time mode with the System 
Under Test powered down is a single-key instruction. In this mode, 
the #SCOPE 820 is configured so that when the system is powered up, 
SCOPE 820 commands do not alter system operation. The “SCOPE 
820 has no control over the CPU in this mode other than breakpoint. 
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Run With Display. Selecting the run with display mode with the 
System Under Test powered down is also a single-key instruction. In 
this mode the SCOPE 820 can steal cycles from the CPU to ac- 
complish display update or to enable the setup of various pSCOPE 820 
functions. 


Breakpoint Examine Condition. The breakpoint examine condition 
is the first of three sequences required to establish a breakpoint. The 
breakpoint examine condition lets you examine and assign a 32-bit 
value to the pSCOPE 820 breakpoint register. This 32-bit value (16-bit 
address, 8-bit data byte, and 8-bit status byte) is the System Under 
Test machine cycle at which the breakpoint is to occur. 


Depending upon your requirements and how you want to use break- 
point, you may use any or all portions of the breakpoint condition. 
You may use the address, the data byte, the status byte, or any com- 
bination of the three. Figure 11 is an operational flow chart that 
shows how to establish a breakpoint condition. You must follow the 
sequences shown. Should the “SCOPE 820 respond with an error in- 
dication at any point during the sequence, you must restart the 
sequence. 


Breakpoint Examine Mask. The examine mask is the second se- 
quence required for setting a breakpoint. This sequence allows you 
to examine and assign a value to the “SCOPE 820 32-bit mask register. 
For a breakpoint to occur, the machine cycle must satisfy the mask 
register and the breakpoint condition register. When establishing a 
breakpoint mask, keep in mind that the mask performs the AND 
function bit by bit with the breakpoint condition. A 1-bit enables the 
corresponding bit of the condition and a 0-bit makes the correspon- 
ding bit of the condition a ‘‘don’t care.’” You may find it necessary 
to convert hexadecimal values to binary values to use the mask at its 
maximum potential. Figure 12 is an operational flow chart that 
shows how to establish a breakpoint mask. Notice that the sequence 
is identical to the examine condition sequence. 


Breakpoint Examine Action. The breakpoint examine action is the 
third required sequence of breakpoint setup. When a breakpoint 
match occurs, the “SCOPE 820 executes one of three actions. The ex- 
amine action sequence allows you to examine and select one of the 
three actions. The “SCOPE 820 initially selects the halt action. This 
means that the “SCOPE 820 halts (suspends) the System Under Test 
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CPU at the first breakpoint match. Figure 13 is an operational flow 
chart that shows how to select a breakpoint action. The flow chart 
also shows how to enter a value into the “SCOPE 820 pass-count 
register or select an address of a subroutine. 


NOTE 

Execution of the instructions MOV C,M and MOV M,C are 
decoded by the “SCOPE 820 so access is made to the 
System Under Test memory regardless of the overlay 
enable/disable. SCOPE 820 uses special instruction 
MOV M,C during execution of subroutine call on a 
breakpoint. Therefore, if a breakpoint action is call 
subroutine, and the overlay memory is enabled, the 
stack pointer should not be assigned a value within the 
overlay RAM. This will cause the subroutine to return to 
an unexpected location because the return address will 
have been written in the System Under Test memory 
rather than the overlay memory of the wSCOPE 820. 


Breakpoint Enable/Disable. Breakpoint enable/disable is a single- 
key function that controls the breakpoint hardware of the “SCOPE 
820. By using breakpoint and trace memory together, you can set up 
the wSCOPE 820 to run a System Under Test operating sequence 
repetitively until a fault is detected. The sequence can then be nar- 
rowed until the problem is isolated. 


Trace All Cycles. Activating the trace all cycles mode prior to power- 
ing up the System Under Test allows recording the first 256 machine 
cycles. However, you must halt (suspend) the CPU by using break- 
point to maintain a record of the first 256 cycles. The trace memory 
of #SCOPE 820 is constantly rewritten and only maintains the last 256 
cycles recorded. 


Trace Breakpoint Cycles. The trace breakpoint cycles mode operates 
in conjunction with the #SCOPE 820 breakpoint mode. Presetting the 
SCOPE 820 breakpoint hardware and selecting the trace breakpoint 
cycles mode results in recording only those cycles that satisfy the 
uSCOPE 820 breakpoint hardware. Breakpoint can be established and 
tracing of breakpoint occurs regardless of breakpoint status (enabl- 
ed or disabled). 
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Trace Display. Trace display is a multiple-key sequence and is 
allowable with the System Under Test powered down. Selecting trace 
display prior to powering the system up serves no purpose. 
However, you can trace all cycles or only breakpoint cycles while the 
system is running a program, power the system down, and then 
display trace memory. Figure 8 is an operational flow chart of the 
trace display sequence. Keep in mind that the ADDRESS and VALUE 
readouts display the last machine cycle recorded when you select 
trace display. You can then decrement one machine cycle at a time 
by pressing the EXAM LAST key. Pressing the EXAM NEXT key in- 
crements one machine cycle at a time. Pressing the TRACE DISPLAY 
key also ends the selected trace mode. 


Overlay Memory Examine Origin. The overlay memory examine 
origin sequence allows you to examine and assign the starting ad- 
dress of the 1K or 2K “SCOPE 820 overlay memory. A switch on the 
personality probe selects the size of the overlay memory block (1K or 
2K). When you assign the starting address, be sure you select the first 
byte on a IK or 2K boundary. If you assign an address that is not on 
the proper boundary, the #SCOPE 820 automatically goes to the next 
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lower 1K or 2K boundary, depending upon the selected size of 
memory overlay block (1K or 2K). Figure 10 is an operational flow 
chart of the overlay memory examine origin sequence. 


Overlay Memory Enable/Disabie. The overlay memory enable/ 
disable is a single-key function. After you have selected the size of 
the memory block and assigned a starting address, you enable or 
disable the “SCOPE 820 overlay memory with the ENABLE/DISABLE 
key. 


Value Examine. The value examine mode is also a multiple-key se- 
quence that has limited use when the System Under Test is powered 
down. Only the CPU pins and the contents of the “SCOPE 820 pass- 
count register can be examined. The values displayed cannot be 
altered. Figure 9 is an operational flow chart of the value examine 
mode sequence with the System Under Test powered down. 


Console Reset. If you make an error in presetting the “SCOPE 820 
hardware or decide to clear all previous programming of “SCOPE 820 
hardware, pressing the CONSOLE RESET key will clear all previous en- 
tries and establish the initialized state. 
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System Under Test CPU Halted Agpensea 


With the System Under Test CPU held in suspension by the »SCOPE 
820, all functions and sequences with the exception of self-test are 
allowed. The halted condition may be the result of pressing the HALT 
key or the result of a breakpoint match. Figure 4 is an operational 
flow chart showing the functions and sequences allowed with the 
System Under Test CPU halted. 


A very important feature of the ySCOPE 820 is the ability to halt the 
CPU, examine a value, single-step through the program and continue 
to examine the selected value. As an example: When you are examin- 
ing the program counter, the VALUE readout will display the contents 
of the program counter. By pressing the END/EXEC key and then 
single-stepping through the program, the contents of the program 
counter will remain displayed and be updated as you step through the 
program. 


NOTE 


If a breakpoint action is address call and a halt has been 
implemented prior to the breakpoint, you cannot single- 
step through the address call. As you single-step, the 
uSCOPE 820 will not recognize the breakpoint and you 
will continue to single-step the program past the break- 
point. 


Run Real Time. Selecting run real time is a single-key instruction 
that releases the System Under Test CPU; “SCOPE 820 commands do 
not alter system operation. The “SCOPE 820 has no control over the 
CPU in this mode other than breakpoint. 


Run With Display. Selecting run with display is also a single-key in- 
struction that releases the System Under Test CPU. In this mode the 
LSCOPE 820 can steal cycles from the CPU to accomplish display up- 
date or to enable the setup of various “SCOPE 820 functions. 


Single-Step. Pressing the SINGLE STEP key releases the CPU for one 
instruction cycle and the “SCOPE 820 again holds the CPU in suspen- 
sion. By using the examine functions you can single-step the pro- 
gram and examine the results of each instruction cycle. 
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Fig. 4 Allowable Functions and Sequences With System 
Under Test Cpt Halted 


Subroutine Select. With the System Under Test CPU halted, you can 
select one of 16 routines defined by the “SCOPE 820 front panel 
PROM/ROM. Figure 14 is an operational flow chart of the sub- 


Breakpoint Examine Condition. The breakpoint examine condition 
is the first of three sequences required to establish a breakpoint. The 
examine condition sequence allows you to examine and assign a 
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32- bit value to the “SCOPE 820 breakpoint register. This 32-bit value 
(16- bit address, 8-bit data byte, and 8-bit status byte) is the System 
Under Test machine cycle at which breakpoint is to occur. 


Depending upon your requirements and how you want to use break- 
point, you may use any or all portions of the breakpoint condition. 
For example, you may select the address, the data byte, the status 
byte, or any portion of the three. Figure 11 is an operational flow 
chart that shows how to establish a breakpoint condition. You must 
follow the sequences shown. Should the wSCOPE 820 respond with an 
error indication at any point during the sequence, you must restart 
the sequence. 


Breakpoint Examine Mask. The breakpoint examine mask is the sec- 
ond sequence required for a breakpoint. This sequence lets you ex- 
amine and assign a value to the wSCOPE 820 32-bit mask register. For 
a breakpoint to occur, the machine cycle must satisfy the mask 
register and the breakpoint condition register. When establishing a 
breakpoint mask, keep in mind that the mask performs the AND 
function bit by bit with the breakpoint condition. A 1-bit enables the 
corresponding bit of the condition and a 0-bit makes the correspon- 
ding bit of the condition a ‘‘don’t care.’’ You may find it necessary 
to convert hexadecimal values to binary values in order to use the 
mask at its maximum potential. Figure 12 shows how to establish a 
breakpoint mask. Notice that the sequence is identical to the ex- 
amine condition sequence. 


Breakpoint Examine Action. The breakpoint examine action is the 
third required sequence of breakpoint. When a breakpoint match oc- 
curs, the “SCOPE 820 executes one of three actions. The examine ac- 
tion sequence is used to examine and select one of the three actions. 
The SCOPE 820 initially selects the halt action. This means that the 
SCOPE 820 halts (suspends) the System Under Test CPU at the first 
breakpoint match. Figure 13 is an operational flow chart that shows 
how to select a breakpoint action. The flow chart also shows how to 
enter a value into the “SCOPE 820 pass-count register or select an ad- 
dress of a subroutine. 


NOTE 
Execution of the instructions MOV C,M and MOV M,C are 
decoded by the “SCOPE 820 so that access is made to the 
System Under Test memory regardless of overlay 


j 


enable/disable. The SCOPE 820 uses special instruc- 
tion MOV M,C during execution of subroutine call on a 
breakpoint. Therefore, if a breakpoint action is a call 
subroutine and the overlay memory is enabled, the 
stack pointer should not be assigned a value that is 
within the overlay RAM. This will cause the subroutine 
to return to an unexpected location because the return 
address will have been written in the System Under Test 
memory rather than the wSCOPE 820 overlay memory. 


Breakpoint Enable/Disable. Breakpoint enable/disable is a single- 
key function that controls the breakpoint hardware of the pSCOPE 
820. By using breakpoint and trace memory together, you can set up 
the “SCOPE 820 to run a System Under Test operating sequence 
repetitively until a fault is detected. The sequence can then be nar- 
rowed until the problem is isolated. 


Trace All Cycles. You can activate the trace all cycles mode with the 
System Under Test halted. When the CPU is released by selecting run 
real time, run with display, running a subroutine, or single-stepped, 
trace memory will record CPU machine cycles. Keep in mind that the 
trace memory is constantly refreshed and only maintains the last 256 
cycles recorded. 


Trace Breakpoint Cycles. You can preset the »SCOPE 820 breakpoint 
hardware and select the trace breakpoint cycles mode with the 
System Under Test CPU halted. When the CPU is released cycles that 
satisfy the breakpoint hardware are recorded. Tracing of breakpoint 
occurs regardless of breakpoint status (enabled or disabled). 


Trace Display. Trace display is a multiple-key sequence and is 
allowable with the System Under Test CPU halted. Figure 8 is an 
operational flow chart of the trace display sequence. Keep in mind 
that the ADDRESS and VALUE readouts display the last machine cycle 
recorded when you selected trace display. You can then decrement 
one machine cycle at a time by pressing the EXAM LAST key. Pressing 
the EXAM NEXT key increments one machine cycle at a time. Pressing 
the TRACE DISPLAY key also ends the selected trace mode. 


Overlay Memory Examine Origin. The overlay memory examine 
origin sequence allows you to examine and assign the starting ad- 
dress of the 1K or 2K pSCOPE 820 overlay memory. A switch on the 
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personality probe selects the size of the overlay memory block (1K or 
2K). When you assign the starting address, be sure you select the first 
byte on a IK or 2K boundary. If you assign an address that is not on 
the proper boundary, the “SCOPE 820 automatically goes to the next 
lower 1K or 2K boundary, depending upon the selected size of 
memory overlay block (1K or 2K). Figure 10 is an operational flow 
chart of the overlay memory examine origin sequence. 


Overlay Memory Enable/Disable. The overlay memory enable/ 
disable is a single-key function. After you have selected the size of 
the memory block and assigned a starting address, you enable or 
disable the »SCOPE 820 overlay memory with the ENABLE/DISABLE 
key. 


Examine Memory. The examine memory sequence allows you to ex- 
amine System Under Test memory and, if necessary, alter data in the 
memory locations. Figure 16 is an operational flow chart of the ex- 
amine memory sequence. Under normal operation you should halt 
the CPU, initiate the examine memory sequence and enter the address 
of the memory location to be examined. You can then examine the 
data and by using the EXAM NEXT or EXAM LAST keys to step 
through the stored data. 


Examine I/O. The examine I/O sequence is the same as the examine 
memory sequence except that you are working with an 8-bit I/O 
number instead of a 16-bit address. Figure 15 is an operational flow 
chart of the examine I/O sequences. 


Examine Memory with Overlay. The examine memory with overlay 
sequence is used when you assign “SCOPE 820 overlay memory over 
the System Under Test memory. The examine memory with overlay 
sequence is the same as the examine memory sequence except that 
you are examining and altering memory located in the wSCOPE 820 as 
well as System Under Test memory. An operational flow chart of the 
examine memory with overlay sequence is shown in Figure 16. 


Value Examine. The value examine sequence is one of the more com- 
plex functions of the “SCOPE 820, since it can be used to examine 
and—if necessary—alter the working single-byte registers, double- 
byte registers, stack pointer, program counter, flag register, and ac- 
cumulator of the CPU. Pressing the EXAM key initiates the sequence. 
The ADDRESS readout prompts you to select the value to be ex- 
amined. Figure 17 is an operational flow chart of the examine 
sequence. 


CPU Reset. The CPU reset function is allowable with the System 
Under Test CPU halted. Pressing the CPU RESET key will reset the 
System Under Test CPU. 


Console Reset. If you make an error in presetting the wSCOPE 820 or 
decide to clear all previous setting of «SCOPE 820 hardware, pressing 
the CONSOLE RESET key clears all previous entries and establishes the 
initialized state. The System Under Test CPU is released and runs in 
real time. 
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System Under Test Running With Display 


The run with display operating condition is the most complex 
operating condition of the wSCOPE 820. You will find yourself using 
this condition a majority of the time. Figure 5 is an operational flow 
chart showing the actions and sequences allowed in the run with 
display condition. The following paragraphs describe each of these 
functions and sequences. 


NOTE 


When displaying register contents, memory locations, 
1/O port values, or modifying breakpoint or overlay 
memory origin, the possibility of missing a breakpoint 
match exists. Therefore, if a breakpoint action is 
critical, you should not use the examine modes or 
modify breakpoint or overlay memory origin. 


Halt. Halt is a single key instruction that transfers the run with 
display condition to the halt condition. 


Run Real Time. Run real time is also a single key instruction that 
transfers the run with display condition to run real time. “SCOPE 820 
commands do not alter system operation in this condition and the 
SCOPE 820 has no control over the CPU with the exception of break- 
point. 


Breakpoint Examine Condition. The breakpoint examine condition 
is the first of three sequences required to establish a breakpoint. The 
examine condition sequence allows you to examine and assign a 32- 
bit value to the “SCOPE 820 breakpoint register. This 32-bit value (16- 
bit address, 8-bit data byte, and 8-bit status byte) is the System 
Under Test machine cycle at which breakpoint is to occur. 


Depending upon your requirements and how you want to use break- 
point, you may use any or all portions of the breakpoint condition. 
You may use the address, the data byte, the status byte, or any com- 
bination of the three. Figure 11 is an operational flow chart that 
shows how to establish a breakpoint condition. You must follow the 
sequences shown. Should the wSCOPE 820 respond with an error 
indication at any point during the sequence, you must restart the 
sequence. 
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Fig. 5 Allowable Functions and Sequences With System 
Under Test Running With Display 


Breakpoint Examine Mask. The breakpoint examine mask is the sec- 
ond sequence required for a breakpoint. This sequence lets you ex- 
amine and assign a value of the “SCOPE 820 32-bit mask register. For 
a breakpoint to occur, the machine cycle must satisfy the mask 
register and the breakpoint condition register. When establishing a 
breakpoint mask, keep in mind that the mask performs the AND 
function bit by bit with the breakpoint condition. A 1-bit enables the 
corresponding bit of the condition and a 0-bit makes the correspon- 
ding bit of the condition a ‘‘don’t care.’’ You may find it necessary 


| 


~w 
, 


© wo me 


™ 


ww 


newman ww 


my 


OE ski OA OR es ek aa a a ON OO Oa 


rr mOnmremnmrem Te mm wee se hhh 


7 mn 
—) (Sty 


Operating Information 


to convert hexadecimal values to binary values in order to use the 
mask at its maximum potential. Figure 12 shows how to establish a 
breakpoint mask. Notice that the sequence is identical to the ex- 
amine condition sequence. 


Breakpoint Examine Action. The breakpoint examine action is the 
third required sequence of breakpoint. When a breakpoint match oc- 
curs, the ~SCOPE 820 executes one of three actions. The examine ac- 
tion sequence is used to examine and select one of the three actions. 
The pSCOPE 820 initially selects the halt action. This means that the 
uSCOPE 820 halts (suspends) the System Under Test CPU at the first 
breakpoint match. Figure 13 is an operational flow chart that shows 
how to select a breakpoint action. The flow chart also shows how to 
enter a value into the “SCOPE 820 pass-count register or select an ad- 
dress of a subroutine. 


NOTE 


Execution of the instructions MOV C,M and MOV M,C are 
decoded by the “SCOPE 820 so that access is made to the 
System Under Test memory regardless of the overlay 
enable/disable. The #SCOPE 820 uses special instruc- 
tion MOV M,C during execution of subroutine call on a 
breakpoint. Therefore, if a breakpoint action is call 
subroutine, and the overlay memory is enabled, the 
stack pointer should not be assigned a value that is 
within the overlay RAM. This will cause the subroutine 
to return to an unexpected location because the return 
address will have been written in the System Under Test 
memory rather than the “SCOPE 820 overlay memory. 


Breakpoint Enable/Disable. Breakpoint enable/disable is a single- 
key function that controls the breakpoint hardware of the “SCOPE 
820. By using breakpoint and trace memory together, you can set up 
the SCOPE 820 to run a System Under Test operating sequence 
repetitively until a fault is detected. The sequence can then be nar- 
rowed until the problem is isolated. 


Trace All Cycles. The trace all cycles mode with the System Under 
Test running with display is a single-key instruction. When using 
trace memory in the run with display mode keep in mind that the 


memory holds 256 CPU machine cycles and is constantly refreshed. 
You should therefore use “SCOPE 820 breakpoint to insure that you 
are able to record and analyze desired CPU cycles. 


Trace Breakpoint Cycles. The trace breakpoint cycles mode with the 
system running with display is used in conjunction with “SCOPE 820 
breakpoint. Only those CPU machine cycles that satisfy breakpoint 
are recorded. The breakpoint does not need to be enabled for the 
trace breakpoint cycles mode. 


Trace Display. Trace display is a multiple-key sequence. Pressing the 
TRACE DISPLAY key ends the trace mode that is in effect and the last 
CPU machine cycle is displayed by the ADDRESS and VALUE 
readouts. Figure 8 is an operational flow chart showing how to in- 
crement or decrement trace memory. Keep in mind that when the 
trace display mode is initiated, the machine cycle displayed in the 
ADDRESS and VALUE readouts is the last cycle recorded. 


Overlay Memory Examine Origin. The overlay examine origin se- 
quence is used to examine and assign the starting address of the 1K or 
2K fSCOPE 820 overlay memory. A switch on the personality probe 
selects the size of the overlay memory block (1K or 2K). You should 
power down the System Under Test before changing the size of the 
block. When you assign the starting address, be sure you select the 
first byte on a 1K or 2K boundary. If you assign an address that is not 
on the proper boundary, the “SCOPE 820 automatically sets the origin 
to the next lowest 1K or 2K boundary, depending upon the selected 
size of memory overlay block (1K or 2K). Figure 10 is an operational 
flow chart of the overlay memory examine origin sequence . 


Overlay Memory Enable/Disable. The overlay memory enable/ 
disable is a single-key function. After you have selected the size of 
the memory block and assigned a starting address, you enable or 
disable the “SCOPE 820 overlay memory with the ENABLE/DISABLE 
key. 


Examine Memory. The examine memory sequence allows you to ex- 
amine System Under Test memory and, if necessary, alter data in the 
memory locations. Figure 16 is an operational flow chart of the ex- 
amine memory sequence. Under normal operation you should halt 
the CPU, initiate the examine memory sequence and enter the address 
of the memory location to be examined. You can then examine the 
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data and by using the EXAM NEXT or EXAM LAST keys to step 
through the stored data. 


Examine I/O. The examine I/O sequence is the same as the examine 
memory sequence except that you are working with an 8-bit I/O 
number instead of a 16-bit address. Figure 15 is an operational flow 
chart of the examine I/O sequence. 


Examine Memory with Overlay. The examine memory with overlay 
sequence is used when you assign “SCOPE 820 overlay memory over 
the System Under Test memory. The examine memory with overlay 
sequence is the same as the examine memory sequence except that 
you are examining and altering memory located in the “SCOPE 820 as 
well as the System Under Test. An operational flow chart of the ex- 
amine memory with overlay sequence is shown in Figure 16. 





Value Examine. The value examine sequence is one of the more com- 
plex functions of the wSCOPE 820, since it can be used to examine 
and—if necessary—alter the working single-byte registers, double- 
byte registers, stack pointer, program counter, flag register, and ac- 
cumulator of the CPU. Pressing the EXAM key initiates the sequence. 
The ADDRESS readout prompts you to select the value to be ex- 
amined. Figure 17 is an operational flow chart of the examine 
sequence. 


CPU Reset. The CPU reset function is allowable while the system is 
running with display. Pressing the CPU RESET key resets the System 
Under Test CPU. 


Console Reset. The console reset function is a hardware reset of the 
SCOPE 820. Pressing the console reset key clears all “SCOPE 820 
registers and places the uSCOPE 820 in the initialized state. The con- 
sole reset also resets the System Under Test CPU. 
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System Under Test Running Real Time 


When the pSCOPE 820 is configured in the run real time condition, 
only front panel controls that do not alter System Under Test timing 
are allowed. These commands and related functions are shown in 
Figure 6 and described as follows: 


Halt. Halt is a single-key instruction that transfers the run real time 
condition to the halt condition. 


Run With Display. Run with display is also a single-key instruction 
that transfers the run real time condition to run with display. In this 
condition the wSCOPE 820 can steal cycles from the CPU to accomplish 
display update or to enable the setup of various “SCOPE 820 func- 
tions. 


Breakpoint Examine Conditions. With the System Under Test run- 
ning real time, you can examine the address, data byte, and status 
byte in the “SCOPE 820 breakpoint condition register. You cannot 
alter or change the contents of this register. The only valid key in this 
sequence is the END/EXEC key. 


Breakpoint Examine Mask. The contents of the “SCOPE 820 break- 
point mask register can be examined; however, when the System 
Under Test is running real time you cannot alter or change the con- 
tents. The only valid key in this sequence is END/EXEC. 


Breakpoint Examine Action. You can examine the “SCOPE 820 
breakpoint action while the system is running real time; however, 
you cannot change the action, the contents of the “SCOPE 820 pass- 
count register, or the subroutine selected. The only valid key in this 
sequence is END/EXEC. 


Trace All Cycles. The trace all cycles mode with the System Under 
Test running real time is a single-key instruction. When using trace 
memory in the run real time mode, keep in mind that the memory 
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Fig. 6 Allowable Functions and Sequences With System 
Under Test Running Real Time 





holds 256 CPU machine cycles and is constantly refreshed. You 
should therefore use “#SCOPE 820 breakpoint to insure that you are 
able to record and analyze desired CPU cycles. 


Trace Breakpoint Cycles. The trace breakpoint cycles mode with the 
system running real time is used in conjunction with “SCOPE 820 
breakpoint. Only those CPU machine cycles that satisfy breakpoint 
are recorded. Tracing of breakpoint cycles will occur regardless of 
breakpoint status (enabled or disabled). 
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Trace Display. Trace display is a multiple-key sequence. Pressing the 
TRACE DISPLAY key ends the trace mode in effect and the last CPU 
machine cycle is displayed by the ADDRESS and VALUE readouts. 
Figure 8 is an operational flow chart showing how to increment or 
decrement trace memory to display recorded trace memory. 


Overlay Memory Examine Origin. With the System Under Test run- 
ning real time, you can examine the location of overlay memory, 
however, you cannot alter or change the starting address of overlay 
memory. After examining the starting address, the only valid key in 
this sequence is the END/EXEC key of the keypad. 


CPU Reset. The CPU reset function is allowable with the System 


Under Test running real time. Pressing the CPU RESET key resets the 
System Under Test CPU. 
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Console Reset. The console reset function is a hardware reset of the 
pSCOPE 820. Pressing the CONSOLE RESET key clears all uscopg 820 
registers and places the wSCOPE 820 in an initialized state. With the 
System Under Test running real time, the console reset also resets the 
System Under Test CPU. 


System Error 


Should the »SCOPE 820 lose control of the System Under Test cpu, 
the ADDRESS and VALUE readouts will display ‘‘Sys Err’’. When a 
system error occurs, you can only disable breakpoint, examine CPU 
pins, or examine the contents of the wSCOPE 820 pass count register. 
However, you can use the trace functions by selecting trace all cycles 
or trace breakpoint cycles. You can also display the trace memory. 
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Fig. 7 Self Test Operational Flow Chart 
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Fig. 8 Trace Display Operational Flow Chart 
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ADDRESS READOUT DISPLAYS 
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Fig. 10 Overlay Memory Examine Origin Operational Flow 
Chart 
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Fig. 11 Breakpoint Examine Condition Operational Flow 
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BLANKS ALL DISPLAYS 
AND INDICATORS SHOWN 


Fig. 12 Breakpoint Examine Mask Operational Flow Chart 
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Fig. 13 Breakpoint Examine Action Operational Flow Chart 
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INCREMENTS TO NEXT 1/0 PORT. 
ADDRESS AND VALUE READOUTS 
DISPLAY 1/0 PORT AND DATA BYTE 


DECREMENTS TO LAST 1/0 PORT 
ADDRESS AND VALUE READOUTS 
DISPLAY 1/0 PORT AND DATA BYTE 


ENDS SEQUENCE. ADDRESS AND 
VALUE READOUTS DISPLAY 1/0 
PORT AND DATA BYTE 


Fig. 15 Examine 1/0 Operational Flow Chart 









ADDRESS 





[5 = eS 


e VALUE READOUT DISPLAYS 
SELECTED ADDRESS DATA BYTE 


ENDS SEQUENCE. ADDRESS AND 
VALUE READOUTS DISPLAY 
ADDRESS AND DATA BYTE 


INCREMENTS TO NEXT 
LOCATION. ADDRESS AND VALUE 
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Fig. 16 Examine Memory or Memory With Overlay 
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Fig. 17 Value Examine (CPU Working Registers) Operational 
Flow Chart 
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The starting-address vector table occupies the first 32 bytes (0000 
through 001F) with the starting addresses of the 16 subroutines. The 
remaining 96 bytes contain the eight automatic panel-configuration 
control blocks. Each of these control blocks is 12 bytes. The control 
bytes are accessed by the »SCOPE 820 only when routines 0 through 7 
are selected. Therefore, routines that do not require front panel con- 
figurations should be assigned to the 8 through F subroutine selec- 
tion range. 


routine must be selected by pressing the SUBR SELECT key and a hex 
key (0-F) of the keypad. Pressing the END/EXEC key loads the cor- 
responding beginning addresses into the System Under Test CPU and 
starts program execution in the run with display mode. The starting 
address selected can be that of a subroutine located in the 
EPROM/ROM or the beginning address of a subroutine resident in 
the System Under Test memory. Figure 19 illustrates the organiza- 
tion of the starting address vector table. 


) a Chapter 3 
io Front Panel PROM Format 
a 
4 
" 
| The ability to execute diagnostic subroutines independently of nor- 
a mal System Under Test program flow is one of the powerful »SCOPE 
ij 820 features. Diagnostic subroutines are generated and stored in a 
le 2716 (2K xX 8) EPROM or 2316E mask-programmed ROM. Sub- sal 
5 routines are accessed by the System Under Test CPU through the VOABLE 
a PROM socket located on the »SCOPE 820 front panel. 0020 
is qc 
This chapter explains the organization of the »SCOPE EPROM/ROM. ses 
a To program the EPROM, you must be familiar with programming, THE FIRST 128 BYTES OF TOM cowrnor avock a(78rTe) | 
understand the System Under Test and be familiar with the instruc- SS TERED | BOERS | 66 ———— 

. ROL BLOCK 4 (12 BYTES) 
- tion set of the System Under Test CPU. en reer ae | one 
ls 
) : 
a 
; possi . 
iG EPROM/ROM Organization unum 8 Te 
| SEPARATE SUBROUTINES (1920 BYTES) 
1 . O7FF 
Ls The EPROM/ROM can have as many as 16-separate subroutines. 
| a Eight of these can be programmed with automatic »SCOPE 820 front- 
: . . oe . . 
panel configurations; the remaining eight subroutines cannot have 
o preset front panel capabilities. To provide these preprogrammed Fig. 18 Overlay PROM Organization 
q front-panel configurations, the »SCOPE 820 uses 128 bytes of the 
: EPROM/ROM shadowed by the »SCOPE 820 overlay RAM. This area 
- of ROM stores the starting-address vector table as well as the Starting-Address Vector Table 
aq subroutine control blocks. Figure 18 shows the total EPROM/ROM 
ls organization. The EPROM/ROM relative addresses 00 through 1F contain the start- 
5 ing address of each subroutine. Before a subroutine can be selected 
- the System Under Test CPU must be halted, and the appropriate 
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STARTING ADDRESS VECTOR 
TABLE CONTAINS THE STARTING 
ADDRESSES OF UP TO 16 
SUBROUTINES. THE LEAST 
SIGNIFICANT HALF (LSH) IS 
STORED IN THE LOCATION 
BEFORE THE MOST SIGNIFICANT 
HALF (MSH) OF THE SUBROUTINE 
STARTING ADDRESS. 


RELATIVE 
EPROM 
ADDRESS 





Fig. 19 Starting Address Vector Table 


Panel Configuration Control Block 


The SCOPE 820 accesses the control blocks only when subroutines 0 
through 7 are selected. Selecting subroutine 0 causes the »SCOPE 820 
to access control block 0, and so on. These blocks are always access- 
ed when the first eight subroutines are selected. The panel configura- 
tions provided by the control blocks are as follows: 


® cpu Control 

° Trace memory 
°® Breakpoint 

® Overlay Memory 


Selecting CPU control allows resetting of the System Under Test CPU 
before selection of the run with display mode. Selecting trace 
memory configures the panel so the »SCOPE 820 traces all cycles, 
breakpoint cycles only, or does not trace at all. With the control 
block configuring the »SCOPE 820 for breakpoint, the breakpoint 
condition, mask and action can be preset. Overlay memory origin 
and enable/disable can also be set in the control block. Figure 20 
shows the configuration of a typical control block. The starting ad- 
dress for each control block are located at 0020, 002C, 0038, 0044, 
0050, 005C, 0068 and 0074. 
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t- 
User-Available EPROM/ROM E 
The remaining 1920 bytes of EPROM/ROM beginning at relative ad- E 
dress 0080 and ending at 07FF are available for storing diagnostic oe 
subroutines. This overlay memory can be displayed by the pSCopE ; 
. . . ' 
820. Keep in mind that interrupts to the System Under Test are = 
disabled when a diagnostic subroutine is selected with the SUBR on 
SELECT key. The interrupts can be re-enabled by placing EI (enable be 
interrupts) in the overlay code. 
F 
e 
na 
1 
EY 
RELATIVE CONTROL : 
BLOCK ADDRESS 07 06 05 D4 03 02 D1 bo e 
0 oa 
joey |e [ome | rane | ance e 
0 NOP ALWAYS 00 NOP 00 NOP 00 NOP — 
1 RESET ae 01 TRACE BP 01 DISABLE 01 HALT = 
10 TRACE ALL 10 ENABLE 10 ADDRESS CALL ~ 
11 NO TRACE 11 DISABLE 11 COUNT Ee 
07 D6 05 D4 D3 02 i bo t 
, 
ee 00 NOP E 
ONLY 6 MSBs OF OVERLAY ORIGIN 01 DISABLE 
10 ENABLE E 
11 DISABLE 
E 
BLOCK 
(12 BYTES) 
me 
LSH 
3 BREAKPOINT ADDRESS CALL MSH f 
BYTE 2WILL BE | 
RECOGNIZED AS 
PASS COUNT WHEN 
BP COUNT IS é 
auanssanas | ner 
DATA 
ET er AD OHEES 6 BREAKPOINT CONDITION ADDRESS LSH EF. 
: ADDRESS MSH F 
7 STATUS a 
8 BREAKPOINT MASK DATA 
A ADDRESS LSH s . 
B ADDRESS MSH 
& 1 
Re 
= 
Le) 
Fig. 20 Control Block Configuration iS | 
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Appendix A 
Self-Test Failure Codes 







Failure Test Performed/Malfunctioning Area 
Code 


Checksum failure of the 8755 EPROM (or 8355 ROM) 
Checksum failure of the non-personality 2716 EPROM (or 
2316 ROM) 

Checksum failure of the personality 2716 EPROM (or 2316 
ROM) 

Memory check failure of the 8279 display RAM 

Read-back check failure of the 8755 (or 8355) I/O ports 
Failure of the alarm flip-flop to clear 

Read-back check failure of the 8155 ports 

Memory check failure of the 8155 RAM 

Memory check failure of the 2-port RAM 

Failure of a read-after-write check of a breakpoint 
condition or mask register 

Failure of a read-after-write check of the override CAMs or 
override cycle latch. 

Failure of trace memory to clear 

Failure of a read-after-write check of the pass count register 
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WE'D LIKE YOUR COMMENTS... 


This document is one of a series describing Intel products. Your comments on the back of this form will help 
us produce better manuals. Each reply will be carefully reviewed by the responsible person. All comments and 
suggestions become the property of Intel Corporation. 
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